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E| Test Report / Technical Construction File no. SCC(21)-60338A-10-EMC
| Certificate’s tempmate GmbH
Holder: Edisonstrasse 25
g 74076 Heilbronn
Germany
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Certification ECM
Mark:

— Cert

Product: Disposable temperature (temperature &
'HH'I"I humidity) data logger
EIJQ Model(s): tempmate-S2 T, tempmate- S2 TH
(mm
X Verification fo: Standard:

EN IEC 61000-3-2:2019/A1:2021,
EN 61000-3-3:2013/A1:2019,
EN [EC 55014-1:2021, EN IEC 55014-2:2021

[[]]m=

related to CE Directive(s):
2014/30/EU (Electromagnetic Compatibility)

Remark: This document has been issued on a voluntary basis and upon request of the manufacturer. It is
our opinion that the technical documentation received from the manufacturer is safisfactory for the
requirements of the ECM Certification Mark. The conformity mark above can be affixed on the products
accordingly to the ECM regulation about its release and its use.

Additional information and clarification about the Marking:

The manufacturer is responsible for the CE Marking process, and if necessary, must
refer fo a Nofified Body. This document has been issued on the basis of the regulation
on ECM Voluntary Mark for the certification of products. RGO1_ECM rev.3 available
at: www.entecerma.it

Issuance date: 19 November 2021
Expiry date: 26 September 2026

Reviewer Approver
Technical expert ECM Service Director
Amanda
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